
 
 

BIOEASY 

Multi-Drug Test Card 
 

Please read all instructions before use. 

INTENDED USE 

BIOEASY Multi-Drug Test Card are competitive binding, lateral flow 

immunochromatographic assays for qualitative and simultaneous detection of 

Amphetamine, Oxazepam, Cocaine, Marijuana, Methamphetamine, Morphine, 

Oxycodone, Secobarbital, Buprenorphine, Methylenedioxy-methamphetamine, 

Phencyclidine, Methadone, Nortriptyline and d-Propoxyphene in human urine at the 

cut-off concentrations of: 

Drug (Identifier) Cut-off level 

Amphetamine (AMP) 1000ngImL 

Barbiturates (BAR) 300ng/mL 

Benzodiazepines (BZO) 300ng/mL 

Buprenorphine (BUP) 10ng/mL 

Cocaine (COC) 300ngImL 

Marijuana (THC) 500ng/mL 

Methamphetamine (MET) 1000ngIrnL 

Methadone (MTD) 300ng/mL 

Methylenedioxymethamphetamine-ecstasy (MDMA) 500ng/mL 

Morphine (MOP300) 300ng/mL 

Oxycodone (OXY) 100ng/mL 

Phencyclidine (PCP) 25ng/mL 

Propoxyphene (PPX) 300ng/mL 

Tn-cyclic Antidepressants (TCA) 1000ng/mL  

Configuration of the BIOEASY Multi-Drug Test Card tests can consist of 

any combination of the above listed drug analytes. 

The test may yield positive results for the prescription drugs Buprenorphine, 

Nortriptyline, Oxazepam, Secobarbital, Propoxyphene and Oxycodone when taken at 

or above prescribed doses. It is not intended to distinguish between prescription use or 

abuse of these drugs. Clinical consideration and professional judgment should be 

exercised with any drug of abuse test result, particularly when the preliminary result is 

positive. The test provides only preliminary test results. A more specific alternative 

chemical method must be used in order to obtain a confirmed analytical result. GC/MS 

or LC/MS is the preferred confirmatory method. 

What are the BIOEASY Multi-Drug Test Card? 

The BIOEASY Multi-Drug Test Card are drug-screening tests that will give you a 

result for the presence of abuse in human urine. During testing, a urine sample 

moves upward on the test strip. A drug-positive urine sample will not produce a 

colored line in the specified test line area of the strip. A drug-negative urine sample 

will produce a colored line in the test line area. A colored line will always show in the 

control line area. 

WARNINGS AND PRECAUTIONS 

• Immunoassay for in vitro diagnostic use only. 

• Do not use after expiration date. 

• The test Card should remain in the sealed pouch until use. 

• Do not re-use the test. 

• The used test Card should be discarded according to local regulations. 

CONTENTS OF THE KIT 

• Drug Test Card 

• Desiccant 

• Instruction for use 

NOT INCLUDED IN THE PACKAGE 

• Watch, timer or clock 

STORAGE 

• Store at 39 86 °F (4 - 30 °C) in the sealed pouch up to the expiration date. 

• DO NOT FREEZE. 

• Keep away from direct sunlight, moisture and heat. 

URINE COLLECTION AND PREPARATION 

• Collect urine sample in a specimen cup. Urine collected at any time of the day may be 
used. 

HOW TO PERFORM THE TEST? 

1. Remove the BIOEASY Multi-Drug Test Card from the sealed pouch and 

use it within the first hour after opening. 

2. Collect a urine specimen in a specimen cup. 

3. Remove the cap to the card and partly dip into the cup and immediately start the 

timer. 

4. Read the results. The drug test results should be read at 5 minutes. The drug test 

results remain stable for up to thirty minutes. 

INTERPRETATION OF TEST RESULTS 

Preliminary positive (+) 

Only one colored band appears in the control region (C). No apparent colored band 

appears in the test region (T), a preliminary positive result is indicated for the 

corresponding drug of that specific test zone. 

Negative (-) 

Two colored bands appear on the membrane. One band appears in the control region 

(C) and another band appears in the test region (T), it indicates that the concentration 

of the corresponding drug of that specific test zone is absent or below the detection 

limit of the test 

Invalid 

NO line appears in the "C" region, then the result is Invalid. Another test should be 

opened and run to re-evaluate the specimen. If test still provides an invalid result, 

please contact the distributor from whom you purchased the product. When calling, 

be sure to provide the lot number for the test. 

Note: There is no meaning attributed to line color intensity or width. Any visible line is 

considered to be a line. 

 

UNDERSTANDING THE TEST RESULTS 

A positive result does not mean a person took illegal drugs. A negative result does not 

mean a person did not take illegal drugs. There are many factors that affect the test. 

Certain drug tests are more accurate than others. 

IMPORTANT: This assay provides only a preliminary analytical test result. A more 

specific alternative chemical method must be used in order to obtain a confirmed 

analytical result. GC/MS or LC/MS/MS is the preferred confirmatory method. 

What Is A False Positive Test? 

A false positive test result means the drug is not present but shows a positive result 

by the device. The most common causes of a false positive test are cross reactants. 

Certain foods and medicines, diet plan drugs and nutritional supplements may cause 

a false positive test result with this product. 

What Is A False Negative Test? 

A false negative test means the drug is present but is not detected by the device. 

Diluted or contaminated urine specimens may cause a false negative result. 

TEST LIMITATIONS 

1. This test has been developed for testing urine samples only. No other fluids have 

been evaluated. DO NOT use this device to test substances other than urine. 

2. There is a possibility that technical or procedural errors, as well as interfering 

substances in the urine specimen may cause incorrect results. 

3. Contaminated urine samples may produce incorrect results. Strong oxidizing agents 

such as bleach (hypochlorite) can oxidize drug analyte. If a sample is suspected of 

contamination, repeat the test with another urine sample. 

4. This test is a qualitative screening assay. It is not designed to determine the 

quantitative concentration of drugs or the level of intoxication. 

5. A positive result does not indicate level or intoxication, administration 

route or concentration in urine. 

6. A negative result may not necessarily indicate drug-free urine. Negative results can 

be obtained when drug is present but below the cut-off level of the test. 

PERFORMANCE CHARACTERISTICS 

A lay user study was performed at three intended user sites. There were 300 lay 
persons for the drug test. They had different educational and professional 

backgrounds. Their age range was from 18 to >50. Urine samples were prepared at 
the various concentrations. These concentrations were prepared by adding drug(s) 

into drug-free pooled urine samples. The concentrations of the samples were 
confirmed. Lay user results were compared to results obtained by LC/MS/MS. It 

demonstrated that lay users understood the device's instructions and could use the 
device accurately. 

FREQUENTLY ASKED QUESTIONS 

1. What does the BIOEASY Multi-Drug Test Card do? 

These tests indicate if one or more prescription or illegal drugs are present in urine. 

The testing is done in two steps. First, you do a quick at-home test. Second, if the 

test suggests that drugs may be present, you send the sample to a laboratory for 

additional testing. 

2. What is a "cut-off level"? 

The cut-off level is the specified concentration of a drug in a urine sample. Above 

that concentration the test is called positive, and below that concentration it is 

called negative. 

3. What are drugs of abuse? 

Drugs of abuse are illegal or prescription medicines that are taken for a non-medical 

purpose, including taking the medication for longer than your doctor prescribed it 

for or for a purpose other than what the doctor prescribed it for. 


